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Until the late eighteenth century the units of length varied in different countries, even from city to city. Units of length were traditionally based on the dimensions of the human body: foot, underarm or thumb. An American foot was 305 mm, the French foot 324 mm and the Dutch foot 283 mm. 1 Attempts to standardize these measures were largely unsuccessful. A similar lack of standardization existed for units of weight, volume, and time. This lack of uniformity presented serious problems for national and international trade.
For too long, interpretation of radionuclide stressrest myocardial perfusion imaging has been based largely on visual analysis alone. Realizing that it was not adequate to interpret radionuclide images as just normal or abnormal, semi-quantitative interpretation was introduced in the 1980s. Images of the left ventricle were divided into segments and each segment was scored according to the visually perceived degree of decreased radiotracer uptake. The derived summed score expressed the extent of abnormality. In older publications, one can find any number of segments as well scoring methods. In 2002 and 2006 ASNC guidelines recommended the current standard 17-segment and 0-4-point scoring system. 2, 3 Although this represents an improvement, the methodology is still subjective.
Only recently expert analyses of paired stress myocardial perfusion images in multicenter studies have shown unequivocally that visual analysis, even by very experienced readers, is seriously flawed by suboptimal inter-and intra-observer reproducibility. 4, 5 For more than two decades quantitative computer software for radionuclide myocardial perfusion imaging has been commercially available. Using this software the computer performs segmentation and quantifies abnormal radiotracer uptake. These software packages have shown excellent reproducibility. Although in many laboratories the software is used for image processing and display, in practice the numbers generated by quantification is rarely used in reports.
In 1997, we presented preliminary data 6 of a comparison of quantification of SPECT defect sizes by four different software programs, as well classification of defect abnormalities by four well-known laboratories and experts: Cedars-Sinai Medical Center (Berman), Allegheny Center for Health Science (Iskandrian), Baylor College of Medicine (Verani), and Yale University (Wackers) .
Raw data (without attenuation correction) of 50 stress-rest SPECT studies were sent to the centers to be processed using their own clinical software. In addition, the experts were asked to classify stress defects as none, small, moderate, or large. Although there was a reasonable overall correlation of quantitative and visual defect sizes (coefficients ranging from r = 0.88 to r = 0.91), there was substantial spread of individual data points ( Figure 1A-C) particularly for large defects. The different software programs showed systematic over-or underestimation of defect sizes when compared to each other. When the expert readers categorized the stress defects, there was poor agreement (Figure 1D ), particularly for small defects. Thus, although there was a good relative correlation of quantified defect sizes, no such agreement was achieved for absolute measurements and classification.
We did not publish these results because we felt that they were embarrassing for the field of nuclear cardiology. We recommended that a laboratory should use only one type of quantitative software to assure consistency and reproducibility of interpretation. Now, 15 years later, Ather et al. 7 in the current issue of the Journal report similar results of a similar comparative analysis: significant differences between software programs in measuring perfusion defect sizes, as well as LV function. They also noted that classification of defects as small, moderate or defect sizes had particularly poor concordance.
I believe that the time has come for the field of nuclear cardiology to act and to correct an embarrassing state of affairs. Nuclear cardiology should adopt a uniformly accepted independent standard for myocardial perfusion defect size.
After the French revolution, a committee chose arbitrarily the meter as the basic unit of length. It was determined that the meter was to be equal to ''the ten millionth part of one quarter of the terrestrial meridian.'' A platinum meter standard bar still rests in the Archives of the French Republic in Paris. More practically, in 1799 a standard bar carved in marble, representing the meter (Figure 2 ), was mounted in the walls of 16 Parisian markets and public places as a reference ''for all times and all men.'' A similar initiative should now be taken regarding SPECT myocardial perfusion defect sizes.
This could be done in two steps. First, by creating a standard cardiac phantom with fillable defect inserts of known volumes to test accuracy of measurements by the various programs. 8 Next, by creating a ''depot'' of benchmark SPECT myocardial perfusion studies with perfusion abnormalities that experts by consensus have designated to be small, moderate, and large. Vendors should then be required to adjust their software measurements in such a way that their quantitative data are in agreement with the benchmark studies.
I call upon the Quality Committee of the American Society of Nuclear Cardiology to establish a Standard Unit of Defect Size for myocardial perfusion imaging.
Since the magnitude of ischemic burden on stress myocardial perfusion imaging has an important discriminate and prognostic value, a uniformly accepted unit of defect size is crucial for responsible patient care.
